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ABsnrem 


The  fel lowing  is  the  third  quarterly  report  of  work  now  in  progress 
which  is  aimed  at  achieving  a  higher  degree  of  reliability  in  eiectron  tubes 
through  a  better  and  more  comprehehsive  understanding  of  the  kinds  and  quanta 
ities  of  gases  which  occur  in  these  tubes.  A  bakeable,  ultraclean  high 
vacuum  system  which  incorporates  an  omegatron  mass  spectrometer  has  been 
constructed  for  conducting  these  investigations.  Essentiaiiy  ail  of  the 
effort  during  this  report  period  has  been  devoted  to  the  construction  and 
calibration  of  the  various  orifice  systems  utilized  in  the  equipment.  The 
results  obtained  and  detailed  in  this  report  indicate  that  the  objectives  of 
the  study  can  in  fact  be  achieved  and  work  is  currently  progressing  in  this 
direction.  Some  pretiminary  degassing  experiments  are  described. 


INTRODUCTION 

In  this  report*  the  Third  Quarterly  Report  in  the  Quantitative  Study 
of  Gas  Ivolution  from  Electron  Tubes*  the  new  vacuum  system  construction  is 
shown*  the  omegatron  gauge  calibration  data  are  presented,  and  the  orifice 

inductance  calibrations  are  described^  Some  observations  of  the  preliminary  _ 

degassing  of  the  tube  to  be  studied  in  detail  (Amperex  Type  589^)  are  reported 
and  the  specific  tests  to  be  performed  on  this  tube  during  the  next  period  are 
outlinedi 

The  two  previous  reports  have  presented  the  background  of  the  study* 
emphasizing  the  vital  need  for  quantitative  information  regarding  gas  evolu¬ 
tion  and  reaction  rates,  in  fact*  significant  advances  in  the  preparation 
of  materials  and  in  the  development  of  optimum  processing  techniques  cannot 
be  made  without  such  information.  To  this  end*  and  in  view  of  the  small  quanti¬ 
ties  of  gas  involved  and  the  complexity  of  the  tube  gas  interactions*  consider# 
able  care  has  been  exercised  in  the  design*  construction*  and  calibration  of 
the  system  and  associated  equipment.  The  six  ion  gauges  were  completely  Cali¬ 
brated  for  the  five  gases  expected  to  occur  in  significant  quantities;  hydrogen* 
carbon  monoxide*  carbon  dioxide*  nitrogen*  and  methane*  as  well  as  the  test  gas 
deuterium*  on  a  specially  constructed  high  vacuum  system.  (The  hydrogen  and 
deuterium  calibrations  are  included  in  the  present  report.) 

During  the  extensive  omegatron  calibration  procedure*  the  carbon  monoxide 
pumping  action  of  the  ion  gauges  was  evaluated.  The  lack  of  a  detectable  ion 
current  in  the  omegatron  for  most  of  the  masses  when  using  an  RF  signal  of  only 
1  volt  rms*  led  to  an  investigaticn  of  the  magnetic  field  uniformity.  Variations 
were  monitored  along  the  vertical  diameter  of  the  pole  faces  using  an  indium 
antimonide  magnetoresistor.  After  many  modification  attempts*  a  simple  shim 
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proved  mo$t  effective  in  minimizing  field  variations.  (See  Quarterly  Report 
No.  2.)  The  increased  field  uniformity  permitted  the  use  of  an  RF  signal  of 
1.J  volts  rms.  and  a  beam  current  of  1.0  micrdamperes  but  required  reealibra- 
tion  of  the  omegetron  gauge. 
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NEW  OMEGATRON  CAiiBRATlON 

Following  the  improvement  in  magnetic  field  uniformity  achieved  in 
the  Second  Quarterly  Report,  it  was  necessary  to  obtain  new  calibration  data 
for  the  omegatron.  the  operating  conditions  used  were: 


tf 

— Fi 1 ament  Dias  — 

- V0C 

h 

Collector  Bias 

20  VDC 

h 

Trap  Bias 

VDC 

i 

Beam  Current 

1.0  uamp 

Erf 

RF  voltage 
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Data  obtained  for  the  six  gases,  CH^,  C02>  CO,  0^  end  are  plotted  as 
sensitivity  {ma/ma/forr)  vs*  pressure  in  Torr  in  Figures  1,  2,  and  %.  A  straight 
line  has  been  drawn  through  a  proximate  weighted  average  of  points  in  the 
neighborhood  of  10“^  Torr  pressure.  As  expected,  the  sensitivity  falls  sharply 
in  the  range  of  lO"^  Torr,  and  these  points  have  been  ignored  in  the  averaging. 
The  weighted  average  value  indicated  by  the  horizontal  line  will  be  usedi  as  the 
omegatron  sensitivity  for  the  particular  gas.  These  sensitivities  are: 


c% 

9.5 

C02 

4.2 

CO 

9.7 

N2 

11.5 

3.5 

”2 

2.9 

Agreement  between  these  values  and  those  reported  in  the  literature  is 
good  except  for  CO2.  The  sensitivity  for  CQ2  is  usually  reported  as  greater 
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Figure  2 
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than  that  for  CO  as  opposed  to  our  findings.  However^  extensive  supplemental 
tests  with  CO2  did  not  result  in  any  change  Of  the  sensitivity  value.  We 
conclude^  therefore^  that  the  measured  sensitivity  Is  accurate  and  free  of 
error  In  experimental  technique.  The  complete  scans  for  the  Individual  gases 
gave  patterns  which  are  comparable  to  those  shown  In  the  second  Quarterly 
Report.  Table  I  compares  the  intensity  of  peaks  at  sf gnificent  fnass  numbers 
to  that  of  the  main  peak  for  each  gas.  (Intensity  of  main,  peak  =  100). 


Gas 

2 

4 

12 

Hass  Number 

13  14 

15 

16 

28 

44 

CH4 

1.5 

3.a5  10.3 

76.9 

100 

CO2 

4.2 

• 

9.0 

23.5 

100 

CO 

3.8 

1.9 

100 

N2 

7.05. 

100 

100 

Hj 

100 

An  unsuccessful  attempt  was  made  to  calibrate  the  system  with  a  known 
gas  mixture.  A  small  cylinder  containing  a  he11um«n1trogen  mixture  was 
attached  to  the  system.  During  the  preliminary  calibration  procedure,  a  leak 
developed  in  the  system  between  the  valve  of  the  variable  leak  and  the  main 
chamber.  Before  the  leak  was  detected,  confirmed,  and  located,  however,  the 
cylinder  ms  almost  empty  and  the  calibration  could  not  be  completed.  In  the 
interest  of  time,  a  decision  was  made  to  proceed  with  the  construetfon  pf  the 
gas  analysis  syitom  and  allmlnate  the  gas  mlxtyra  calibration. 
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CONSTRUCTION  OF  THE  GAS  ANALYSIS  SYSTEM 

The  gas  analysis  system  was  constructed  essentlaMy  as  shown  and  des¬ 
cribed  In  the  first  Quarteriy  Report  except  for  some  Improvements  and  slight 
changes  to  facilitate  operation,  figure  4  is  a  block  diagram  of  the  system. 
It  Is  Identical  with  that  of  figure  3  In  the  first  Report  with  the  exception 
that  the  lonl zatlon  gauges  P|  and  are  1 nter changed.  (The  conductance 
equations  are  thereby  changed  from  those  given  and  they  will  therefore  be 
restated  when  used  to  assure  clarity). 

As  described  In  the  first  Report,  precision  bore  tubing  of  required 
dimensions  was  used  to  construct  the  orifices.  The  variable  leak  was  placed 
below  the  oven  table  so  as  to  allow  bakeout  of  the  system  without  changing 
the  settings^  (The  valve  would  have  had  to  be  opened  completely  during  bake¬ 
out  ^  A  hot  air  gun  Is  used  in  heating  that  portion  of  the  system  below  the 
oven  table  to  achieve  adequate  bakeout). 

An  Improvement  In  the  data  collection  System  has  been  achieved  by  the 
addition  of  a  switching  arrangement  which  will  allow  one  to  record  pressure 
readings  from  the  six  Ionization  gauges  without  Interchanging  leads.  In  the 
arrangementi  the  six  gauges  are  connected  to  two  rotary  switches  such  that 
It  Is  possible  to  reed  any  of  nine  possible  combinations  of  two  gauges  at 
a  time. 

A  picture  of  the  system  as  it  now  exists  is  given  in  Figure  5, 


Figure  4 


ORIFICE  CONDUCTANCE  GAL 1 BRAT I ON 

the  eohductance  of  an  orlffee  Is  given  by  the  equatipni 

C  =  Q/P 

where  0,  is  the  quantity  of  gas  passing  through  the  orifice  per  unit  titne, 
■ond  P  is  the  preastrre  drop  acireiss  the  orificef; — simiiarlyf  the  thfoughput 
of  a  pump  is  given  byt 


Q  =  S  P 

Where  s  is  the  pumping  speed  in  volume  per  unit  time,  and  P  is  the  pressure 
at  the  inlet  of  the  pump. 

Based  on  the  diagram  of  Figure  4,  the  following  equations  apply  to 
the  orifices  and  pumps  (the  subscripts  8  and  40  refer  to  th*  ^  liter  per 
second  and  40  liter  per  second  ion  pumps): 


C56  (P5  *  Pg)  =  Q40 

C23  (P2  ^  P3)  -  C56  (P5  ^  Pg) 

^24  ^^2  ”  ^4^  ”  ^ 

C12  (P:  -  P2)  -C56  (P5  -  Pg)  +  C24  (P2  •  P4)  -  %o  % 

As  discussed  in  the  Second  Report,  the  standard  leaks  were  not  suitable 

for  this  investigation.  Since  the  variable  leak  was  not  reproducible,  we  based 

the  conductance  calibration  measurements  on  the  pump  speed  data  as  reported 

by  the  pump  manufacturer.  The  original  data  sheets  graphically  described 

-5  "8 

the  pump  speed  as  being  constant  through  the  range  10*^  Torr  to  10  ^  Torr, 

After  a  number  of  experimental  runs  gave  wide  discrepancies  in  conductance 
values,  the  pump  manufacturer  was  contacted.  He  confirmed  the  suspicion  that 
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pump  speed  varied  with  pressure  and  supplied  new  curves  showing  the  real 
relationship.  These  are  replotted  in  Figure  6.  Throughputs  of  the  system 
were  calculated  using  these  graphs  to  determine  and  Sg  from  the  measured 
ion  pump  currents  which  are  proportional  to  the  pressure  at  the  pump  flangesi 
We  designate  the  pump  pressures  thus  determined  as  P^q  and  Pg.  and  ^ 
in  Equations  3  and  4  have  been  determined  in  this  way  rather  than  by  the 
relations  Qg  =  SgP^  and  04^  =  ^Qpg.  P4  and  Pg  do  not  correspond  to  the 
pressures  indicated  by  the  ion  pump  current  values  because  thare  is  a  conduct^ 
ance  drop  between  these  ion  gauges  and  their  respective  pumps^  The  primary 
procedures  for  determining  the  orifice  conductances  follows. 

The  test  gas*  nitrogen  in  this  case*  was  admitted  to  the  system  through 
the  variable  leak  and  allowed  to  reach  equilibrium  as  indicated  by  constant 
ion  gauge  readings.  At  this  point  all  gauge  readings  were  recorded  along 
with  the  pump  current,  input  (cylinder)  pressure  was  then  varied  from  10 
to  40  psig  in  10  steps  and  the  gauge  and  pump  readings  again  recorded  at 
each  equilibrium  point.  Conductance  calculations  were  made  for  each  orifice} 
the  results  are  presented  in  Tables  1»  2*  and  3>  The  ion  gauge  readings 
shown  in  the  Tables  have  been  corrected  for  the  sensitivity  of  the  test  gas* 
nitrogen.  The  average  conductance  values  are: 

C12  '  (  Q40  +  Qs  )A  -  ^2  ^  '  0,01682  1iters/second--s-Table  1 
C24  ’  %q  /(  P2  P3  )  ^  0,129  liters/seconda*--*— s— »-»»Tab1e  2 
^23  “  ^  A  *^2  "  *^4  ^  ’  OtOOS?  liters/second-B-sss-sB-s-s-Table  2 
^56'^  ^  ”  '*6  ^  liters/seconds---— »-Tib1e  3 


if 

I  * 

N  PUMP  SPEED  VS.  PRESSURE  (for  mTRoeiN) 


8  UTERS  PER  SECOND  PUMP 
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Table  1 


% 

s® 

^8 

®40 

*^40 

^12 

3.0x10"** 

4.2x10"® 

7.39  1/s 

5.8x10"^ 

29.2  1/s 

7.0x10*5 

0.0174 

4.1 

5.4 

7.4  s 

7.5 

29.6 

8.5 

0.0164 

L  Q 

C  c 

7  *iQ 

£ 

70.8 

0*0156^ 

-o«  > 

--f-vny 

1.9 

7.4 

7.51 

1.0x10"® 

30.2 

1.1x10*® 

0.01 52 

6.7 

8.9 

7.60 

1.3 

30.5 

1.3 

0.0177 

8.1 

\o 

oo 

7.63 

1.5 

31 .0 

1.5 

0.0167 

2.0 

2.9 

7*29 

4.0x10"^ 

28.2 

5.1x10"® 

0.0181 

2.1 

3.0 

7.32 

4.3 

28.8 

5.8 

0.0185 

3.2 

4.6 

7.40 

6.0 

29.4 

7.6 

0.0168 

4.0 

5.2 

7.44 

7.0 

29.8 

8.5 

0.0158 

Table 
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2.17x10"^ 

2.71 

2*  54x1 0"^® 

2.79 

.82 

.74 

3.44^ 

“2^96 

.65 

^70 

3.22 

.68 

4.70 

3.38 

.58 

2.08x10"^ 

9.32 

.55 

2.08 

8.47 

.58 

1.63 

8.13 

.59 

9.94 

2.96x10^7 

.57 

6.69 

2.63 

.67 
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A  measure  of  the  uniformity  of  the  cohductance  values  for  £ach  orifice  is 
obtained  from  table  3Ai  In  the  table  G  is  the  average  of  l6  conductance  values 
for  the  orifice}  d  is  the  standard  deviation;  R  is  the  ranges 

Table  3A  (n=10) 


of  C  wi-tisffr 


orifice 

z 

& 

R 

+3d 

+2d 

+ld 

0l2 

.01682 

.001 

.6033(3. 3d) 

100 

100 

50 

®24 

.129 

.0088 

.03  ilM) 

too 

90 

70 

®23 

.0057 

.00015 

.0008  (5.3cr) 

100 

70 

30 

056 

0.64 

>o 

00 

0 

e 

.27  (3. Id) 

100 

90 

70 

In  designing  the  gas  analysis  system>  the  expected  orifice  conductance 
values  were  calculated  from  the  orifice  dimensions  in  accordance  with  Dushman's 
equation  as  discussed  in  the  First  Quarterly  Report: 

^  _  3.82d3  /tV/^ 

-  ^  (m/ 

where  P  i$  the  orifice  diameter  in  centimeters 
1.  is  the  orifice  length  in  centimeters 
T  is  the  absolute  temperature  in  ^Kelvin 

H  is  the  molecular  weight  of  the  gas  in  grams  per  mote* 


These  ealeulated  values  are  eompared  with  the  experlmehtal  values 
beiowt 

(1)  Galculaited  (2)  Experimental  %  difference  from  (1) 

C,2  ‘0^00  ‘01^® 

C23  .6042  .0017  +35.7 

- ^24  - WO - - -^56 .4 - 

Cjg  *4020  .64  +19*2 

At  present,  we  have  no  verified  explanation  of  the  considerable  dlserepancy 
between  the  two  sets  of  values.  The  most  probable  explanation  of  the  d1f« 
ferences  Is  that  the  actual  pumping  speeds  of  the  two  Ion  pumps  are  lower 
than  the  nominal  values  given  by  the  manufacturer.  The  conductance  values 
are  Internally  consistent*  however.  We  plan  to  obtain  a  suitable  standard 
leak  and  calibrate  the  Ion  pump  speeds  more  eecurately  If  time  permits. 
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DETERMINATION  OF  QUANTITIES  OF  GASES  EVOLVID 

The  gas  analysis  system  was  designed  so  that  both  the  types  and  quanti¬ 
ties  of  gases  evolved  could  be  determined.  Approximately  S%  of  the  gas 
from  the  tube  under  test  or  from  the  test  supply  passes  through  the  omegatron 
tube  for  analysis  as  determined  by  the  ratio  of  orifice  conductances  in  the 
two  legs  of  the  system.  Knowing  the  total  and  partial  pressures  of  the 
gases>  their  pumping  speeds*  and  the  total  degassing  time*  it  is  possible 
to  determine  from  the  omegatron  reading  the  total  amount  of  each  gas  evolved. 
The  actual  ratio  of  throughput  in  the  omegatron  section  to  total  through- 

put  in  the  System  is  given  by  •  Using  data  from  Tables  1  and  2*  the 

ratio  is  eatculated  and  presented  in  Table  4.  The  average  value  from  2  sets 
of  ten  readings  is  0.0444  or  4^44%  passing  through  the  omegatron  tube.  Al¬ 
though  this  figure  is  based  on  the  data  for  nitrogen*  it  is  valid  for  all 
the  gases  encountered  because  both  pumps  are  of  the  same  type  and  pump  equal 
fractions  of  each  kind  of  gas. 

It  is  now  necessary  to  establish  the  relationship  between  the  partial 
pressures  determined  by  the  omegatron  and  the  total  evolved.  Qata  from  Figure 
6  was  used  to  plot  throughput  as  a  function  of  pressure  for  the  4o  l/sec. 
pump  and  is  shown  in  Figure  7  for  the  range  10“^  to  10®^  Torr,  If  we  deter¬ 
mine  the  conductance  between  the  omegatron  and  the  40  l/s  ion  pump  it  is 
then  possible  to  calculate  the  pressure  in  the  omegatron*  Pq*  against  which 
the  throughput*  Qqo*  can  be  plotted. 

Pq  * 

Mhere  CqJ^q  is  the  conductance  between  the  omegatron  and  the  40  1/s  pump. 
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Fig.  7 
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First,  the  conductance  between  Pj  and  P|  was  calculated  from  data 
In  table  3  from  the  formula: 

where  Is  the  conductance  between  ion  gauges 
Pj  and  Pj. 

The  average  of  Id  values  was  0*272  llters/second  with  a  range  of  0.355-0.214 
0.141. 

The  omegatron  tube  is  located  between  the  ion  gauges  designated  P^  and 
P^.  To  determine  the  pressure  (Pq)  at  the  omegatron,  the  conductance  be¬ 
tween  it  and  P5  must  be  known,  this  is  calculated  from  the  length  and  di¬ 
ameter  of  the  glass  tubing  between  them,  the  temperature,  and  the  molecular 
weight  of  the  gas.  The  total  conductance  between  the  omegatron  and  the 
40  l/s  ion  pump  is  then  obtained  from  the  relation: 

l.sl  +1.+..  +  L 

^  ^  ^  ^ 

which  applies  for  conductances  in  series.  It  was  not  possible  to  determine 
the  conductance  between  Pp  and  P^  experimentally  because  the  presence  of 
the  magnet  in  position  at  the  omegatron  caused  erroneous  readings  at  the 
ion  gauges  Pj  and  P^.  The  value  computed  was  Cp..^  »  0.382  liters/second 
for  nitrogen. 

Calculation  of  the  conductance  between  P^  and  the  P|^q  (the  40  l/see. 
ion  pump)  was  based  on  data  from  Table  3  and  shown  in  Table  5  using  the 
relation: 

Q40 

<^5-40  =  |,Pj^  • 
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The  avefage  of  tern  valuea  gives  -  0i6l  1i ters/seeond.  Usiftg  the  fore* 

going  values ,  the  Gondyctaiiee  between  the  oniegatron  and  the  40  liter /sec. 
pump  is  obtained  from: 


Co.40. 

^0-5  *  ^5-40 

- -  0.382x0.61 

0*382+0.61 

=  0*235  liters/see* 


Substituting  this  value  in  the  equation  for 


P 


o 


we  obtained  values  of  P^  which  were  then  plotted  against  the  through¬ 
put*  The  graph  is  shown  in  Figure  8  and  permits  us  to  determine  the  quantity 
of  nitrogen  passing  through  the  omegatron  per  second*  Dividing  the  quantity 
so  obtained  by  0*0444  (the  ratio  of  Q^gthroughput  to  total  throughput  of  the 
system)  gives  us  the  total  degassing  rate  of  the  tube  under  test.  This  is 
plotted  in  Figure  9  os  a  function  of  the  omegatron  pressure  for  nitrogen. 

Similar  calculations  and  plots  have  been  made  for  other  gases  expected 
in  operation.  Since  the  pump  speed  for  the  gases  C02»  CO,  and  H2O  is  the 
same  as  that  for  nitrogen,  we  need  only  change  the  conductance  values  used 
in  the  previous  equation  to  determine  the  omegatron  pressure  for  these  gases. 
The  conductance  values  for  different  gases  are  in  the  ratio  of  the  square 
root  of  their  molecular  weights.  The  molecular  weight  of  CO  is  the  same  as 
that  for  nitrogen  and  the  curve  in  Figure  9  has  therefore  been  marked  Nitrogen 
Carbon  Monoxide.  Conductance  factors  for  the  remaining  gases  are  as  follows: 


OMEGATRON:  PRESSURE  in  MMi  HG 
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THROUGHPUT  VS.  OMEGATRON  PRESSURE 


Figure  8 


OMEGATRON  PRESSURE 
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TOTAL  GAS  RATE  VS.  OMEGATRON  PRESSURE 


Figure  9 
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Substituting  tbe  correct  conductance  values  in  the  equation,  the  omegatron 
pressure  as  a  function  of  throughput  is  calculated  for  each  gas  and  plotted 
in  Figure  8.  For  water  vapor  and  carbon  dioxide  whose  pumping  speeds  are 
the  same  as  for  nitrogen, .the  same  throughputs  were  used  in  the  calculations. 

For  deuterium,  however,  the  pumping  speed  is  1.90  times  that  for  nitrogen  while 
for  hydrogen  the  pumping  speed  is  270  times  that  for  nitrogen,  throughputs 
calculated  for  these  speed  ratios  were  substituted  in  the  equation  along 
with  the  proper  conductance  values  to  obtain  the  data  used  in  plotting  the  various 
Curves  in  Figures  7»  8,  and  9.  the  pumping  speed  used  for  methane  is  not 
known.  It  will  be  determined  during  the  next  quarter.  Indications  are  that 
it  is  fairly  close  to  that  for  nitrogen. 


( 
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^REltKlNARY  degassing  OF  AMPEREX  TUBE 

Although  the  calibration  of  the  throughput  of  methane  was  still  to  be 
performed^  a  decisidn  was  made  to  test  the  system  by  a  preliminary  degassing 
of  the  Amperex  tube*  An  RF  coil  of  eopper  Ijbing  was  ‘.«und  ar'j,iy  and  ad* 

-j-uated  to  fit  around  the  tube  under  test^  As  an  independent  check  on  the _ 

omegatron  throughput,  deuterium  gas  was  introduced  to  the  system  at  a  slow 
rate^  see  the  First  Quarterly  Report*  page  l4*  for  further  details^ 

An  omegatron  scan  taken  immediately  after  turning  on  the  RF  unit  revealed 
a  large  mass  peak  at  a  charge^townass  ratio  of  20.  since  no  peak  was  detected 
at  40*  the  peak  at  20  could  not  be  doubly  ionized  argon.  It  was  judged*  there<> 
fore*  to  be  P2O  formed  by  the  reaction  of  deuterium  with  oxygen  liberated  by 
the  degassing  operation  (no  free  oxygen  was  detected).  The  other  gases  detected 
were  CO^*  H^O,  and  CO.  As  the  RF  current  was  increased  the  peak  height 
of  O2O  increased*  then  decreased  a$  the  quantity  of  gas  driven  off  the  tube 
elements  decreased.  However*  the  height  of  the  deuterium  peak  needs  to  be 
examined  more  Closely  to  determine  the  exact  correlation  that  must  exist. 

The  general  procedure  for  determining  the  quantity  of  gases  evolved  in 
the  Amperex  tube  is  as  follows: 

1.  Set  the  RF  current  at  a  value  such  that  the  degassing  rate  remains 
fairly  constant. 

2.  Scan  from  mass  44  to  mass  2  every  five  minutes. 

3.  Record  the  height  of  the  peaks  for  each  five  minute  period. 

4.  Calculate  the  partial  pressure  of  each  gas  for  the  period. 

5.  Determine  the  total  degassing  rate  of  each  gas  evolved  using  Fig. 9 

1  6.  Compute  total  gas  evolved  by  multi  plying  the  value  for  each  gas 

from  (5)  above  by  a  factor  of  300  (throughput  in  mi  cron-1  iters/sec. 

X  60  see. /min.  x  5  min.). 
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Iri  holding  the  total  degassing  rate  at  a  low  value  and  as  nearly  constant 
as  possible,  we  are,  of  course,  assuming  that  the  degassing  rate  of  the  various 
individual  gases  remains  constant  over  the  five  minute  period  required  for 
the  seani  It  may  be  possible  to  infer  the  accuracy  of  this  assumption  by 
-Varying  the  start  of  the  scanning  with  respect  to  the  start  of  the  RF  heating  * 
We  plan  to  attempt  tests  of  this  nature,  among  others ^  during  the  next  period. 
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APPEND iX  I 

ionization  gauge  calibration  data  for  hydrogen 

Gauge  No^  123^^6 
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APPtNDIX  li 

IONIZATION  GAUGE  CALIBRATION  FOR  DlUTCRIUM 
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